The International Council for Standardization in Haematology (ICSH) has recommended reference methods for the determination of hemoglobin, 1 packed RBC volume, 2 and the enumeration of erythrocytes and leukocytes. 3 Thus, there remains the need for a reference method for the enumeration of platelets to complete the set of methods required for (whole blood) calibration of the traditional CBC count and for assignment of values to hematology analyzer calibration materials.
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The ICSH has defined a reference method as "a clearly and exactly described technique for a particular determination which, in the opinion of a defined authority, provides sufficiently accurate and precise laboratory data for it to be used to assess the validity of other laboratory methods for this determination. The accuracy of the reference method must be established by comparison with a definitive method where one exists, and the degree of inaccuracy and imprecision must be stated."
Lacking a true reference method for the platelet count, the ICSH Expert Panel on Cytometry previously has recommended selected methods for assigning platelet count values to fresh blood used for whole blood calibration of hematology analyzers. 4 These selected methods include hemocytometer phase contrast microscopy with an ammonium oxalate diluent 5 and the determination of the RBC/platelet (PLT) ratio measured with an aperture-impedance counter with a hydrodynamic focused flow stream (indirect platelet counting).
Obtaining accurate, precise, and reliable platelet counts as a reference for the calibration of hematology analyzers has been a continuing problem for 2 reasons: (1) difficulties discriminating the small platelet signals from those of debris and spurious noise, and (2) the elimination of interference with the platelet count by substantially more numerous erythrocytes.
With the increasing use of fluorescent flow cytometry, there has been renewed interest in indirect platelet counting, ie, the determination of the RBC/PLT ratio. These indirect counting methods are performed on a flow cytometer after the platelets have been labeled fluorescently with a monoclonal antibody specific to a cluster of differentiation common to all (resting and activated) platelets. A number of such antibodies have been described, including anti-CD42a 6-8 ; anti-CD41b 8 ; anti-CD61 9 ; and anti-CD41, anti-CD42, and anti-CD61. 10, 11 Studies have shown that fluorescent labeling with any one of a number of commercially available monoclonal antibodies seems to be specific and is claimed to be essentially universal, ie, all platelets are labeled in a large variety of blood specimens. 9, 11 The preparation and counting with modern flow cytometers is practical, with good separation between the cell types for discrimination purposes. However, RBC-RBC, RBC-platelet, and WBC-platelet coincidences remain a problem for cell counting by flow cytometry, since the sensing zone generally is defined only by the Gaussian distribution of the laser light and is typically greater than 1,000 µm. Because the sensing volume is defined poorly, coincidence correction generally is precluded, and serial dilutions must be used to verify the absence of errors due to coincidence.
Recommendation
The ICSH now recommends that an indirect platelet count, ie, the counting of specifically labeled platelets relative to the RBCs with a fluorescence flow cytometer, together with an accurate RBC count determined with a semiautomated, single-channel, aperture-impedance particle counter, provides a method sufficiently accurate and precise to be used for whole blood calibration of cell counters and for assigning values to calibration materials.
Principle of the Method
An EDTA-anticoagulated blood specimen is prediluted in a sterile buffered solution. The platelets then are stained with specific fluorescent antibodies. The stained platelets in solution are diluted to the counting concentration, and the platelets and RBCs are counted on a flow cytometer with thresholds set to discriminate platelets from RBCs on the basis of fluorescence amplitude and scatter amplitude. The RBC/PLT ratio is determined, and the platelet count is calculated from an accurate RBC count of the sample, obtained using a cell counter that meets previous ICSH specifications. 3 
Blood Specimens
Fresh venous blood specimens are collected from apparently healthy donors by syringe or evacuated container and anticoagulated with EDTA, dipotassium salt, or tripotassium salt, 3.7 to 5.4 µmol/mL of blood (K 2 EDTA, anhydrous, Chemical Abstracts Service [CAS] 25102-12-9, formula weight of 368.4, 1.4-2.0 mg/mL; K 3 EDTA, dihydrate, CAS 6550-24-8, formula weight of 442.5, 1.6-2.4 mg/mL). Only K 2 EDTA should be used when the same specimens also are required for hematocrit and mean corpuscular volume measurements. 12 The containers must have sufficient air remaining to allow for proper mixing. The specimen should be rejected if there is visual hemolysis or if microclots are present. Maintain the specimens at room temperature (18 C-22 C), and process within 4 hours of obtaining the specimen. Do not place specimens on a rocking or other "mixing" device. To ensure a homogeneous distribution of RBCs and platelets, thoroughly mix the specimen by at least 8 gentle, complete inversions before predilution and antibody labeling. 13 
Glassware
Care must be taken to avoid the adherence of platelets to any surface of any container used in storing the original specimen or any diluted sample. Therefore, plain glass surfaces must be avoided, and polypropylene or polystyrene must be used throughout specimen processing.
Instrument Specifications
For platelet and RBC enumeration, a fluorescent flow cytometer with hydrodynamic focusing and the capability of measuring forward light scatter and fluorescence is used. The instrument should have sufficient sensitivity to scattered and fluorescein fluorescent light to reliably count fluorescein isothiocyanate-labeled spherical particles of 2 µm in diameter.
For the whole blood RBC count, a semiautomated, single-channel, aperture-impedance particle counter is used. The instrument should have an orifice diameter of 80 to 100 µm and a length 70% to 100% of the diameter, and the volume displaced during the counting period must be known to within an accuracy of 1%, traceable to a national or international metrologic standard. 3 (NOTE: At present, no optical particle counters are available that meet the requirement of an accurately known and traceable volume displacement.)
Reagents

Diluent
The diluent is phosphate-buffered saline (PBS), 0.01 mol/L, pH 7.2 to 7.4 with 0.1% bovine serum albumin (BSA). Steps are as follows: 
Staining Solution
For the staining solution, directly conjugated, fluorescein isothiocyanate-labeled, antibodies against 2 distinct epitopes on the glycoprotein IIb/IIIa complex of platelets are used: antibodies to CD41 and CD61.
NOTE: In a series of 65 blood specimens with platelet counts ranging from 15 to 900 ·10 3 /µL (15-900 ·10 9 /L), no difference in labeling was found in 17 specimens; in 25 specimens, more platelets were stained by anti-CD41 than by anti-CD61; and in 23 specimens, more were stained by anti-CD61 than by anti-CD41 ❚Table 1❚. The reference method thus requires a double-staining technique.
Laboratories must verify that a specific clone or batch of antibodies results in adequate fluorescent staining of the platelets. The antibody (antibodies) must give a high enough fluorescent signal of the entire platelet population so that it is completely resolved from noise and debris and the RBCs on a plot of log FL1 (fluorescence at 528 nm) vs log FS (forward scatter). (This usually was greater than the first log decade when the background fluorescence was set with a matched isotype control.)
Procedure
Enumeration of RBCs and Platelets
Steps are as follows: 1. Pipette 5 µL of the well-mixed (at least 8 complete, gentle inversions of the specimen tube) blood specimen into 100 µL of the filtered PBS-BSA diluent. 2. Add 5 µL of the anti-CD41 and 5 µL of the anti-CD61 staining solution and incubate for 15 minutes, in the dark, at ambient temperature (18 C-22 C).
NOTE: Consistent results have been obtained when the blood and the anti-CD41 and anti-CD61 staining solutions are pipetted as separate beads in the bottom of the reaction tube and the PBS-BSA diluent is added. 13 3. After 15 minutes, prepare a final 1:1,000 dilution for counting by adding 4.85 mL of the PBS-BSA diluent. Mix well by gentle inversions to ensure proper and equal distribution of RBCs and platelets.
4. With the flow cytometer, count a minimum of 50,000 events with a minimum of 1,000 platelet events. The flow cytometer settings must ensure an acquisition rate of less than 3,000 events per second. Events that are positive for RBC scatter signal, as well as for platelet fluorescence, are considered RBC-platelet coincidence events and are added to both the RBC and the platelet events.
Either quadrant or bitmap analysis is acceptable, but bitmap analysis is recommended. The use of positive displacement pipettes is recommended.
Determination of RBC Concentration
Following the ICSH reference method for enumeration of erythrocytes (and leukocytes), 3 determine the RBC concentration of the original blood specimen using a semiautomated, single-channel, aperture-impedance particle counter.
Platelet Count Determination
From the flow cytometry data, determine the RBC/PLT ratio, R, to at least 3 decimal places by using the following formula: R = RBC Events/Platelet Events Divide the RBC count determined in the original specimen by this ratio, R, to arrive at the platelet count. Platelet Count = 5.44 ·10 6 /µL (5.44 ·10 12 /L) Divided by 20.4896 = 265.5 ·10 3 /µL (265.5 ·10 9 /L) NOTE: In a series of 357 apparently healthy, racially mixed, male and female volunteers, median age 26 years, a mean ± SD ratio of 21.572 ± 5.134 was found.
Coincidence
Once the assay has been optimally set up, application of a coincidence correction is not required. However, application of the coincidence correction equations given in Appendix 1 13 is recommended during setup of the assay to ensure optimal conditions (eg, dilution, flow, or acquisition rate) are achieved and to monitor potential problems with some pathologic specimens (eg, very high platelet counts).
Imprecision
As in all cell counting methods, a fundamental limitation on the reproducibility of the result is provided by the statistical variation in the number of cells sampled: the coefficient of variation (CV) is the square root of the reciprocal of the number of cells counted. In the reference method described, a proportion, R, is derived from the ratio of the two counts (number of platelets, N Plt , and number of RBCs, N RBC ) after a fixed number, N, of total cells has been analyzed.
The theory of propagation of errors indicates that the CV of a ratio is given by the variation of the individual measurements added in quadrature: 
Sources of Interference
Although labeling with the monoclonal antibodies used in this method has been shown to be effective with a wide variety of specimens, 12 there exists the potential for specimen-specific interference. Interference could result from an absence of the binding sites or blocking of the staining reaction in certain specimens. A summary of potential interferences is listed in ❚Table 2❚. Thus, it is important to ensure that whole blood specimens used for the calibration of hematology analyzers do not exhibit any of the conditions listed.
Evaluation and Transferability
The method, staining with anti-CD41 and anti-CD61 in parallel, has been tested in 11 laboratories (in France, Japan, the United Kingdom, and the United States); staining with a combination of anti-CD41 and anti-CD61 has been tested in 4 laboratories (in the United Kingdom and the United States). Each laboratory analyzed stabilized material and at least 60 patient specimens with a range of platelet counts. All laboratories demonstrated excellent intra-assay and acceptable interlaboratory precision. The overall correlations between anti-CD41 and anti-CD61 and each with anti-CD41 and anti-CD61 dual labeling was excellent with no apparent bias. The method, using a calibrated automated hematology analyzer instead of a reference particle counter to determine the number of RBCs, also has been shown to be a valuable tool for determining the accuracy of platelet counting in thrombocytopenia. 13 
